The flow in a plane channel with two idealized stents (one -shaped, the other X-shaped) is studied numerically. A periodic pressure gradient corresponding to one measured in the left anterior descending coronary artery was used to drive the flow. Two Reynolds numbers were examined, one (Re = 80) corresponding to resting conditions, the other (Re = 200) to exercise. The stents were implemented by an immersed boundary method. The formation and migration of vortices that had been observed experimentally was also seen here. In the previous studies, the compliance mismatch between stent and vessel was conjectured to be the reason for this phenomenon. However, in the present study we demonstrate that the vortices form despite the fact that the walls were rigid. Flow visualization and quantitative analysis lead us to conclude that this process is due to the stent wires that generate small localized recirculation regions that, when they interact with the near-wall flow reversal, result in the formation of these vortical structures. The recirculation regions grow and merge when the imposed waveform produces near-wall flow reversal, forming coherent quasi-spanwise vortices, that migrate away from the wall. The flow behavior due to the stents was compared with an unstented channel. The geometric characteristics of the -stent caused less deviation of the flow from an unstented channel than the X-stent. Investigating the role of advection and diffusion indicated that at Re = 80 advection has negligible contribution in the transport mechanism. Advection plays a role in the generation of streamwise vortices created for both stents at both Reynolds numbers. The effect of these vortices on the near-wall flow behavior is more significant for the -stent compared to the X-stent and at Re = 200 with respect to Re = 80. Finally, it was observed that increasing the Reynolds number leads to early vortex formation and the creation of the vortex in a stented channel is coincident with the near wall flow reversal in an unstented one. C 2013 AIP Publishing LLC. [http://dx
I. INTRODUCTION
In a healthy blood vessel, fatty tissues may accumulate on the inner vessel wall, depending on such factors as diet, daily activity, age, genetic predisposition, etc. This may lead to the narrowing of the blood vessel and, eventually, to flow blockage (Hajjar and Nicholson 1 ). Stents are wired metallic tubes that are implanted where there is abnormal narrowing of the vessel wall; they widen the vessel lumen and restore the blood flow. Although stents are widely used in interventional cardiology, due to the minimally invasive character of their implantation (compared with the alternative, which in most cases is bypass surgery), their beneficial effect may be only temporary, since re-accumulation of fatty tissues and re-narrowing of the vessel may happen. This phenomenon, known as re-stenosis a) Electronic mail: ugo@me.queensu.ca
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Rouhi, Piomelli, and Vlachos Phys. Fluids 25, 091905 (2013) (Chen et al. 2 ), may occur within six months of stent implantation, mainly due to fluid dynamical effects (Murphy and Boyle 3 ). In a blood vessel, transport of fatty tissues and other biological molecules toward the vessel wall occurs due to diffusive and advective processes in the blood flow (Bluestein et al. 4 and Caro et al. 5 ). As fatty cells approach the wall, the shear stress induced by the flow determines whether or not these molecules will adhere to the vessel wall (Fry, 6 Caro et al., 5 and Zarins et al. 7 ). Malek et al. 8 observed that regions of low wall shear-stress are the regions with high risk of fatty-tissue accumulation.
While implantation of the stent prevents the vessel narrowing, its presence significantly changes the flow patterns. Regions with low wall shear-stress and flow recirculation may appear, causing the biological molecules to accumulate; considering the change in the near wall flow behavior and wall shear-stress distribution, several stent shapes have been proposed that, by altering the flow near the stent, attempt to decrease the occurrence of re-stenosis. Both experimental and computational studies have investigated this problem. The early studies attempted to correlate the risk of re-stenosis to the fluid mechanical parameters, while subsequent experimental and computational investigations examined the critical parameters and locations with high risk of re-stenosis for different geometries and flow conditions.
Wentzel et al. 9 related the dynamics of the flow to the thickness of fatty tissues using experiments and numerical studies; the geometry was a curved vessel reconstructed by an ultra-sound technique. A steady velocity profile was applied, obtained from a previous calculation of a curved pipe flow. The results revealed that a higher thickness of the internal wall is correlated with the regions with low wall shear-stress. However, in this study the flow field was not studied in detail and only the shear stress was considered. Duraiswamy et al. 10 extended this study of flow behavior and adhesion of biological molecules, performing both experiments and computations. A two-dimensional (2D) channel flow implanted with 2D stents was studied under pulsatile flow condition. The particles studied were adhesive cells (platelets) obtained from the blood of human volunteers, labeled by fluorescent dye. Computational Fluid Dynamics (CFD) was also used: a simulation was performed using the finite-volume solver CFD-ACE (CFD Research Corporation, Huntsville, AL) with the same geometry and flow condition used in experiment to find the particle trajectories. Comparing the streamlines obtained from CFD simulation and the concentration of platelets revealed that the recirculation zones created upstream and downstream of the stent struts are locations where high concentration of platelets were observed, probably due to the advection of platelets toward the wall in these regions. The study was performed in steady conditions corresponding to the maximum and minimum flow rates. No investigation was carried out of the effects of flow acceleration. However, Yazdani et al. 12 and Charonko et al. 13, 14 observed, in their experimental studies, that during the acceleration and deceleration phases the recirculation zones are highly disturbed.
Duraiswamy et al. 11 extended the work by Duraiswamy et al. 10 into realistic 3D models by repeating the same experiment using three real stent shapes. Comparison between the platelet depositions obtained from experiments using dye-marked platelets with the streamlines and the flow field calculated using CFD computations showed that the highest concentration of platelets occurs near stent connectors, where the flow streamline patterns were complex. Moreover, the regions where the flow is directed towards the wall have higher concentration of platelets than those where the flow is parallel to the wall. This caused the concentration of platelets to be higher downstream of each stent strut than upstream of it.
The correlations observed between the fluid mechanics and their clinical consequences provide a motivation for parametric investigations on the stent geometries and flow conditions. Berry et al. 15 performed a numerical study of an idealized 2D geometry using waveforms with negative flowrates during part of the cycles; the inflow condition was a linear Couette-flow profile adjusted based on the imposed waveform; the flow domain extended only up to a specific height above the wall, to decrease the cost of the calculations. This type of inlet boundary condition, however, is not consistent with a pulsatile waveform, which can result in an inflection point in the velocity profile that affects the flow field (Moore 16 ). A parametric study was performed of the effect of stent thickness and inter-strut spacing on the size of the recirculation zones created upstream and downstream of the stent.
LaDisa et al. 17 used CFD to study the alterations in wall shear-stress distribution after placing a slotted-tube stent design with a steady parabolic inlet velocity profile corresponding to maximum and minimum flowrates for human conditions. This was the first computational study of stented vessels in which the 3D geometry of stents was considered. The risks of vessel wall-thickening were evaluated based on local wall shear-stress values. It was observed that the shear stress is maximum on the surface of the stent wires, and minimum on the vessel wall in the corners of each strut, where recirculation zones were created. Again, in this study the effects of acceleration, which may result in inflectional instabilities, were neglected, and the wall shear-stress was the only parameter considered.
This work was extended by LaDisa et al. 18 by first considering the effect of the difference in the stent diameter with respect to the vessel diameter, and also changing the number of stent struts and the wire thickness. The inflow condition was a steady parabolic profile with a mean value corresponding to the time-averaged flowrate of a characteristic waveform for a human vessel. The results showed that several parameters increase the areas of low wall shear-stress, including increasing the ratio of vessel diameter to the stent diameter, increasing the number of stent struts, and increasing the stent height.
LaDisa et al. 19 further increased the configuration complexity by considering the flattening of the vessel wall. When four stent struts in a cross section were used, the cross section after stent implantation was polygonal (instead of circular); when eight struts were used, however, the cross-section was almost circular. Following LaDisa et al. 18 the difference between the effective stent diameter and that of the vessel was considered. An unsteady velocity profile was imposed at the inlet, and the flow was allowed to develop over an extended entrance length. The waveform gave positive flowrate throughout the cycle. As expected, the case with four struts differed more significantly from the circular cross section than the eight-strut one, producing larger areas of low wall shear-stress. The velocity profiles showed that no reversed flow occurred near the wall through the cycle, partly due to the waveform chosen; most waveforms obtained from humans, however, have periods of negative flowrate, which produces reversed flow near the wall which (depending on the magnitude of the negative flow-rate) may extend toward the channel centreline. 20 LaDisa et al. 21 added curvature of the blood vessel. Two cases were considered; one with the curved stent adapting to the shape of the vessel, the other with a rigid stent that straightens the vessel. The results revealed that the velocity profiles in a straightened vessel are slightly skewed toward the wall, and cause larger wall shear-stress in comparison with the curved ones. This caused the area of low wall shear-stress to be larger in curved vessels than in the straightened ones.
The wall shear-stress was the main parameter studied in all the previous CFD works. However, since the kinematics of the flow have a great impact on the near-wall flow behavior and distribution of wall shear-stress, it is necessary to study the behavior of the flow during a cycle in more detail. Also, the effect of the reversed flow that takes place during part of the cycle in human waveforms needs to be investigated, as well as the effect of acceleration and deceleration on the stability of the recirculation regions that have been observed by many researchers. Among the first to perform a study of this type were Yazdani et al. 12 and Charonko et al. 13, 14 Yazdani et al. 12 used DPIV (Digital Particle Image Velocimetry), and an imposed waveform including an acceleration and a deceleration phase. The most significant finding in that study was the observation of vortical structures during these two phases, and their migration to the center of the channel. The reason for the creation of these vortices was conjectured to be the difference in the distensibility of the stent with respect to the vessel wall and the pulsatile nature of the waveform; this difference in the distensibility is known as "compliance mismatch."
A similar experiment was conducted by Charonko et al. 13 in which Particle Image Velocimetry (PIV) was used, and two waveforms were imposed (for exercise and resting conditions); both had negative flowrate in their cycles, but were different than the one used by Yazdani et al. 12 Four commercially available stents were examined. The creation and migration of the vortices was observed during the cycle of the imposed waveform. Since PIV was used, only a plane cross-section could be observed, and their spatial topology could not be determined. Spatial and time averaged wall shear-stresses were studied for all stents.
Charonko et al.
14 concentrated on a single stent shape and studied the effect of the stent length, overlap between two stents, and expansion diameter of the stent. The wall shear-stress was studied for different configurations and it was observed that its value does not change (for different configurations) downstream of the first strut. Note that in Charonko et al. 13 the major focus was on the kinematics of the flow while in their subsequent work 14 the wall shear-stress was the main objective.
Despite the extensive work, several issues require further investigations. The vortical structure observed experimentally induces low wall shear-stress; 12 their generation and development, therefore, need to be investigated. To the authors' knowledge, no previous CFD simulation in stented vessels was found in which the vortex dynamics were explored in detail and their 3D structure remains mostly unknown. The reason for the creation of vortices was conjectured to be the pulsatile nature of the waveform and compliance mismatch, 12 but no definitive conclusion could be reached, based on the experimental data, on the relative importance of these effects. The vortex creation was observed for three waveforms that had negative flowrates during their cycles; the possibility of vortex creation even when there is no negative flow-rate in the waveform is another open question. Moreover, it is important to determine for physiological stented-artery flows whether the transport mechanism is governed by advection or diffusion.
To answer these questions, we studied the flow behavior for various waveforms, some of which are unidirectional, while most include reversed flow. The waveform used by Charonko et al. 13 is used as a base case, and applied on a periodic channel in which an immersed boundary method (IBM) is used to model the stents. Two idealized geometries are created, inspired by two commercially available stents. The flow behavior is studied at two Reynolds numbers corresponding to resting and exercise conditions. The contribution of advection against diffusion to the transport mechanism is evaluated, the deviation of the flow from an unstented channel (which represents a healthy vessel) is examined at both Reynolds numbers. In the following, we will first describe the numerical model and the problem configuration. We will then present and validate the model, and present the results, both in terms of flow kinematics and dynamical parameters. Some conclusions and recommendations for future work will conclude the article.
II. PROBLEM FORMULATION
In this study, we consider the incompressible flow of a Newtonian fluid. Although nonNewtonian behavior can be expected if the shear rate is less than 100 s −1 (Seo et al. 25 ) this effect is not considered here; furthermore, the framework of this study is based on the work done by Charonko et al. 13, 14 in which the working fluid was a mixture of water and glycerine approximating the density and viscosity of human blood. Gravity is neglected in this problem as it has minor effect in comparison with pressure and viscous forces. 22, 23 The governing equations for an incompressible, unsteady, viscous flow for a Newtonian fluid are
where u i are the velocities (u 1 , u 2 , and u 3 , or u, v, and w, are the velocity components in the streamwise, wall-normal, and spanwise directions x, y, and z, respectively), p is the pressure (divided by the density ρ, which we assume to be unity), t is time, and Re is Reynolds number based on appropriate velocity and length scales. No-slip and symmetry boundary conditions are applied at the lower wall and top boundary, respectively. Periodic boundary conditions are used in the streamwise and spanwise directions. The velocity components and pressure are normalized by U b and ρU 2 b , respectively, where U b is the time-averaged bulk velocity during one period of the waveform; t is non-dimensionalized by H/U b where H is the channel half-height. The Reynolds number is defined as Re = U b H/ν where ν is the kinematic viscosity of the fluid. An unsteady mean-pressure gradient (d P/dx) is added to the x-momentum equation to drive the flow and provide the desired flowrate at each time-step. The waveform imposed is based on the resting condition in the left anterior descending (LAD) coronary artery used by Charonko et al. 13, 14 ( Figure 1(a) ). For exercise conditions, the same waveform was used but the Reynolds number was increased. The period of the oscillations were T c = 0.87 s for resting condition and T c = 0.348 s for exercise condition, equivalent to 69 and 172 beats per minute, respectively.
A well-validated finite-difference code (Keating et al. 24 ) based on a staggered grid was used to solve the discretized equations. The governing equations are integrated in time using a fractionalstep method. 26, 27 Second-order central differencing was used for all spatial gradients. The time advancement was a hybrid method: a three-step, second-order-accurate, Runge-Kutta scheme was used for all terms of the momentum equation except the wall-normal diffusion term, for which the second-order Crank-Nicolson scheme was used. The 3D Poisson equation was reduced by Fourier transforms in the streamwise and spanwise directions to a series of 1D Helmholtz equations in wave-number space, which was then solved by a direct method. The code is parallelized using the Message-Passing Interface (MPI) protocol.
The stents are implemented by an immersed boundary method based on the volume-of-fluid (VOF) approach. 28 A force term is introduced on the right-hand-side of the momentum equations to reduce the velocity inside the solid object (the stent) depending on the fraction of the solid object in each grid cell. Therefore, the fractional step method is modified into (i) predicting the intermediate velocity field using convection and diffusion terms, (ii) multiplying the predicted velocity by the volume-of-fluid to account for the effect of stents, (iii) solving the Poisson equation based on the new predicted velocity field, and (iv) adding the pressure force term to correct the velocity field and make it divergence free. Using this method, two idealized geometries inspired by two commercially available stents (Endeavor R and XIENCE_V R stents produced by Medtronic C and Abbott Vascular C , respectively) are created; they are shown in Figure 1 and will be referred to as the
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Rouhi, Piomelli, and Vlachos Phys. X-and -stents, respectively. The X-stent is closely similar to its real counterpart, while the -stent does not include connectors and curved parts of the struts that are replaced with straight segments. All the dimensions were assigned based on their clinical counterparts. Note that the -stent has a preferential direction, while the X-stent presents the same geometry to the flow during forward or reversed flow. Moreover, that portion of the vessel-wall area exposed to the flow is smaller for the X-stent than for the -stent. The computational domain included two elements in the streamwise direction, and one in the spanwise direction.
Validation of the IBM was performed extensively. First, we carried out calculations of the flow over a backward-facing step and compared the results with the experiments of Armaly et al. 30 ( Figure 2) . At low Reynolds number (Re = 100 based on twice the height of the inlet, small channel and the mean velocity at the inlet), we obtained excellent agreement with the experiments when 96 points were used in the streamwise direction and 32 in the wall-normal one. At Re = 389, 128 × 43 points were required to achieve grid-converged results. The grids used in the present calculations, as discussed below, resolve the obstacle in greater detail than those used for this validation.
In a second test, periodic obstacles were created using both IBM for the staggered-grid code and body conforming grid using OpenFOAM R 29 ( an unstructured, open source solver). Figure 3 (a) shows the geometry configuration and Figure 3(b) shows the location of data extraction, which is behind the obstacle in the wake region where the flow circulation occurs. The intention for the angled obstacles was to simulate the angled orientation of the stent wires with respect to the main flow direction. The Reynolds number in this study was set to Re = 150 to reproduce the flow condition in blood vessels. The velocity component normal to the obstacle was compared at different grid resolutions using IBM setup in the staggered-grid code with OpenFOAM (Figure 3(c) ). These grid resolutions used in each solver along with the corresponding number of cells on each edge of the stent wire are summarized in Table I . Considering Figure 3 (c) with Table I indicates that to achieve convergence using the immersed boundary method, 14 cells on each edge of the stent wire are required, whereas the use of a body fitted grid reduces this number to 8. Although using body-conforming grid with OpenFOAM requires a coarser grid resolution, the staggered-grid code with IBM has a lower computational cost by approximately a factor of 30. A grid convergence study was performed under both steady and unsteady cases at Re = 150 for the X-stent; it was found that, to resolve the flow, 16 grid points were needed on each side of the stent wire (resulting in 256 × 192 × 192 and 384 × 256 × 256 grid points for X-and -stents, respectively). We also validated the use of a flat surface (as opposed to the axisymmetric one in the real flow) by comparing the results of the present model to one in a cylindrical geometry (which was solved using OpenFOAM). The results of this comparison are shown in Figure 4 , and show that assuming flat surface for the vessel wall adds negligible error to the results. This is due to the large ratio between pipe diameter (or channel half-height) and stent height, 18:1.
Finally, in Figure 5 , we compare the results obtained from the present simulations with those from experiment 13, 14 under the same flow conditions. The wall shear-stress, τ w , illustrated in the figure, is defined as
and is averaged over the entire wall. The agreement is acceptable, but the geometric details (especially the wetted area of the channel are important for the quantitative agreement of the results). In fact, a modified stent geometry (including connectors between the wires), gave better agreement with the real geometry. The agreement level for the idealized stents provides sufficient validation of the current model. 
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III. RESULTS
In the following, first the flow behavior is described at different times of the driving waveform for the X-and -stents. The importance of these vortical structures lies in their effect on the generation of low wall shear-stress regions. The presence of the stent leads to the creation of recirculation zones or large vortical structures, and the deviation of the flow from its normal behavior in a healthy vessel. This deviation is studied quantitatively next, by comparing the changes in the wall shearstress and velocity profiles that occur after stent placement, for the different stents. Then, the role of the Reynolds number in the transport mechanism is studied, and the significance of advection with respect to diffusion at the two Reynolds numbers is quantified. Finally, we examine the causes of the vortex generation by modifying the driving waveform to decrease or remove the flow reversal associated with the baseline waveform chosen.
Two major flow conditions are studied in this work. One is Re = 80 corresponding to resting condition and the other one is at Re = 200 related to the exercise condition. All the results are presented at both flow conditions and are compared.
A. Flow description
Figures 6 and 7 show six phases of the flow during one cycle. The vortical structures are identified using iso-surfaces of the second invariant of the velocity gradient tensor, Q Q = − 1 2 During the initial phases of the cycle (Figures 6(a) and 7(a) ), when the flowrate is high, the flow separates downstream (due to the sharp corner) and upstream (due to the adverse pressure gradient) of the stent wires. A recirculation zone is formed upstream of the wire for both stent geometries ( Figure 8 ). Immediately downstream of the wire, a recirculation zone is formed for the X-stent, but not for the -stent. This is due to the motion of the fluid along the stent strut (Figure 8(d) ), which displaces the separation streamline upwards, and prevents it from re-attaching to the wall. In the X-stent, the closed cavity formed between the struts prevents this phenomenon.
As the bulk flow decelerates, the recirculation zones created around the stent struts grow, merge, and form vortical structures between the struts (Figures 6(b) and 7(b) ); this process of vortex formation is illustrated in Figure 9 . As flow reversal starts, the extension of the recirculation zones increases until they occupy the whole region between consecutive struts. This process occurs in less than 0.01T c . The reversed flow below the vortex causes vortex lift-off as the magnitude of negative flowrate increases (Figures 6(c) and 7(c) ). The process of vortex formation, migration, and disappearance is repeated when the driving flowrate accelerates from a negative to a positive value 
B. Flow behavior with and without stent
The presence of the stent causes significant changes to the near-wall flow behavior, reflected in the change in the distribution of wall shear-stress, with its physiological consequences. This deviation can be examined by comparing the flow field in a stented channel with the flow in an unstented one. There is an analytical solution for the unsteady pulsatile flow in a plane channel (Moore 16 ), forced by a sinusoidal driving force. The imposed waveform was Fourier-transformed to calculate the exact solution for the present problem; the calculated wall shear-stress was compared with the wall shear-stress distribution obtained from the simulations for -and X-stents at both Reynolds numbers. Figures 10 and 11 show the history of the spatially averaged (i.e., averaged over the channel wall) wall shear-stress for -and X-stents at Re = 80 and 200, compared with the wall shear-stress in an unstented channel. Several observations can be drawn from these figures. First, we note that when the flow is reversed, the maximum shear is nearly zero, and vice versa for the minimum shear stress. This indicates that the flow is mostly unidirectional in the near-wall region, with high shear in the attached flow regions, and nearly zero stress in the regions of recirculation. For the X-stent, the average shear is about half of the maximum one, indicating that the regions of separated flow occupy a significant part of the channel wall; for the -stent, the difference between spatially averaged and maximum shear is lower, reflecting the smaller extent of the recirculation regions. In the regions of attached flow, the wall shear is close to that in an unstented channel; the maximum shear has a maximum deviation of about 20% at peak flow rate, for Re = 200. During the reversed-flow part of the cycle, the agreement is even better. The averaged shear also follows the behavior of the unstented 
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Rouhi, Piomelli, and Vlachos Phys. channel, but its magnitude is lower, due to the presence of recirculating flow. In the -stent, the flow deviates less from the unstented channel and stays mainly attached to the channel wall. This conclusion is confirmed by Figure 12 , which shows contours of the ratio between the wall shear-stress in the stented channel, and the same in the unstented one. Black highlights the regions of the channel wall in which the shear is within 10% of the unstented-channel value. In the -stent, over most of the channel the wall stress is equal (or exceeds) the unstented-channel case, both at low and high Re. In the X-stent, the wall shear (and, hence, the wall stress) is much lower than in a healthy vessel, due to the more extended regions of separated flow. Also note that increasing the Reynolds number increases the significance of advection, and makes the flow in the unstented vessel depart from the exact solution (in which advection is absent). This inference will be justified in Sec. III C.
One notable exception in Figure 12 occurs during the early part of the cycle for the -stent, when a low-shear region appears downstream of the vertex of the stent wire, which extends to the next stent element when the Reynolds number rises to Re = 200. This region is due to the generation of two coherent quasi-streamwise vortices that separate and lift up from the stent vertex; these vortices are illustrated in Figure 13 . The origin of these vortices is due to the creation of stationary strong vortices covering the stent wires (identified using Q iso-surfaces in Figure 13 ), which in turn generate these streamwise vortices at the vertex of the stent wire. The upwash region between these vortices appears as a low shear region on the wall. These streamwise vortices were observed at both Reynolds numbers; however, as is shown in Figure 13 , they are stronger at Re = 200 than at Re = 80, as they remain closer to the wall, contributing more to the wall shear-stress distribution. These vortices were also observed in the X-stent (Figure 14) with the same Reynolds number effect and the same origin of formation explained for the -stent. However, two major differences in these vortices are observed between the -and X-stents. First, the shape of the -stent is such that the generated vortices are free on both sides and produce an upwash region in the middle of the channel while downwash regions on the sides while those generated in the X-stent are constrained by the stent wires on one side and only produce a downwash region in the middle causing the flow to attach to the wall after separation from the stent strut. Second, the area exposed to these vortices is larger for the -stent than the X-stent. The vortices occupy approximately 28% of the diamond shape area in the X-stent while in the -stent, 40% of the area between two subsequent stent wires is occupied by these vortices. Therefore, we expect these vortices to be relatively less important in the near wall flow behavior for the X-stent. Also comparing the persisting length of these vortices for different geometries and at the two Reynolds numbers (Figures 13 and 14) indicate that the trajectory of these vortices is more governed by the geometric characteristics of the stent than Reynolds number.
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C. The role of advection
At Re = 80, the Reynolds number based on the stent thickness is approximately 6, while at Re = 200 it is approximately 15. Thus, it can be expected the flow to be dominated by viscous diffusion, and that advection plays a minor role. The similarity between the wall shear in an unstented channel (for which the equations of motion are linear) and the case including the stents suggests that this is indeed the case. If advection effects are negligible, only one calculation would be required for a sinusoidal forcing, and any other waveform could be obtained by superposition of solutions.
To evaluate the effect of the advection terms, we performed simulations in which the advection terms of the momentum equation, ∂(u i u j )/∂x j , were set to zero; the results are compared with those including all terms in Figure 15 , which shows the wall shear-stress at the times at which the most significant effect of advection can be observed. Advective effects are more significant at Re = 200 (as should be expected). For the X-stent, however, their effect is not very large: they modify somewhat the distribution of wall shear, but not its magnitude. In the -stent, however, their effect is more noticeable even at the lower Re; Figure 16 explains these observations using the dynamics of the streamwise vortices responsible for the upwash mechanism and distribution of wall shear-stress; as can be seen when momentum equations are solved without the advection terms (Figure 16(b) ), those streamwise vortices captured in Figure 13 , have disappeared. Moreover, the spanwise velocity component is significantly weaker when advection is not considered. Consequently, neglecting the convection terms leads to an even distribution of wall shear-stress ( Figure 15 ) and a significant difference for the -stent. The disappearance of these vortices was also observed for the X-stent when the advection terms were deactivated. However, referring back to Figure 14 , it was shown that the streamwise vortices occupy a smaller region of the wetted area for the X-stent comparing to the -stent and on the other hand the effect of advection was reflected as the generation of these vortices. Therefore, a small change in the wall shear-stress distribution for the X-stent when no advection exists can be attributed to the small contribution of those streamwise vortices in the near-wall flow behavior for the X-stent.
Considering the role of Reynolds number, it was shown in Figures 13 and 14 that the streamwise vortices are playing a more significant role in the near wall region at higher Reynolds number; this explains the importance of advection when Reynolds number is high as was conjectured in Sec. III B. 
D. Vortex creation and migration
In experimental studies in which reversed flow occurred during part of the period, 12-14 the creation of large vortical structures and their migration away from the wall was observed. The presence of these vortices leads to low shear stress at the vessel wall, and has biological importance. It was conjectured that the compliance mismatch between the stents and the vessel wall was the cause of this phenomenon. In the present study, however, both the vessel wall and the stent were assumed to be rigid; despite the absence of compliance mismatch, the same vortical structure creation and migration was observed (Figures 6 and 7) . The appearance of these vortices appears more related to the characteristics of the oscillating flow. The vortical structures are created from the merging of two recirculation zones that occur during the flow deceleration.
While during a significant part of the cycle an inflection point exists in the velocity profile, the vortices are not formed by a Kelvin-Helmholtz-like instability mechanism; in fact, the center of the vortex core (as visualized from contours of Q) occurs well below the inflection point through most of the cycle, and moves above it only late, when the vortex is advected toward the centerline.
The driving waveform plays a significant role in the creation of the vortex, which appears toward the end of the deceleration stage. Starting from the waveform used by Charonko et al., 13, 14 we gradually increased the mean flowrate (thereby decreasing the period over which the flow was reversed, Figure 17 ). This leads to an increase of the Reynolds number from 80 to 175 for the low-Re case, and from 200 to 450 for the high-Re one. The figure shows the times at which vortices are created ( ) and disappear (•). First, these times are the same for both -and X-stents: they seem to be independent of the stent geometry and only depend on the imposed flow condition (Reynolds number and waveform). Vortex formation is observed even in cases in which no mean-flow reversal occurs. The flow may reverse in the near-wall region even if the mean flow is unidirectional, and in fact we observe that the appearance of the vortices coincides with the appearance of near-wall flow reversal ( Figure 18 ).
IV. CONCLUSIONS
An immersed-boundary method was used to perform numerical simulation of two idealized stents, inspired by actual geometries; the same waveform used by Charonko et al. 13, 14 was applied. The numerical results agree very well with the experimental ones qualitatively and quantitatively, if the geometric differences are taken into account.
Vortex creation and migration was observed, consistent with the experimental findings by Yazdani et al. 12 and Charonko et al. 13, 14 It had been previously conjectured that the vortex formation was caused by the compliance mismatch between the vessel wall and the stents. The key finding in this study is that, in spite of the absence of compliance, and by employing a rigid stent and vessel, this vortex formation and migration was observed, in contrast to the previous presumption. The presence of the stent wires constrains the flow and causes the reversal to result in the formation of one or two recirculation zones (depending on the stent geometry). During the deceleration phase, these recirculation zones merge, giving rise to a large, vortical structure that migrates toward the channel center.
In the -stent, the flow remained attached to the wall during most of the cycle, while the large circulation zones created due to the X-stent caused the flow to differ significantly from that in an unstented channel. Increasing the Reynolds number resulted in further deviation from the unstented channel behavior, for both geometries. Study of the flow field revealed the formation of two quasistreamwise vortices for both stents and at both Reynolds numbers which more significantly altered the wall stress distribution for the -stent, especially in the upwash region between the stent wires.
At Re = 80, the flow is diffusion dominated, and neglecting the advection terms in the NavierStokes equations did not result in significant changes in the flow field; at Re = 200 both advection and diffusion are important. The formation of the quasi-streamwise vortices mentioned above is a nonlinear phenomenon that was observed only when the advection terms were included; this correlation found between these vortices and advection could explain the importance of advection for the two stents and at the two Reynolds numbers. These vortices were closer to the wall at higher Reynolds number contributing more to the wall shear-stress distribution and signifying the role of advection. Also since the exposed area of the channel under these vortices was larger for the -stent comparing to the X-stent, the role of advection for the -stent was more significant than the X-stent.
While this study indicates that geometries similar to the -stent may present a lower risk of vessel blockage (as the area of the recirculation zones is reduced) several questions remain open. More realistic problem setups including the motion of the vessel wall, the non-Newtonian behavior of the flow, and the tracking of biological particles and their accumulation on the vessel wall are needed to improve the understanding of the fluid-dynamical behavior of stents. Furthermore, the geometric details (curvature of the stent wires, presence of connectors, etc.) have not been considered here. Preliminary results ( Figure 5) indicate that, while they do not affect the global features of the flow, they may change the wall stress distribution and average values by 29%. An investigation of this issue is ongoing.
